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Abstract. We demonstrate real-time microscope image gating to an arbitrary position in the cycle of the beating
heart of a zebrafish embryo. We show how this can be used for high-precision prospective gating of fluorescence
image slices of the moving heart. We also present initial results demonstrating the application of this technique
to 3-D structural imaging of the beating embryonic heart. C©2011 Society of Photo-Optical Instrumentation Engineers (SPIE).
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1 Introduction
An important challenge when imaging developing embryos is
the continual motion of the heart. This presents considerable
challenges for 3-D optically sectioned imaging, laser targeting
of individual cells or cell clusters, and tracking of individual
cells throughout the development of the organism. The motion
of the heart itself is also of real physiological interest.
The specific problem with 3-D optically sectioned imaging
of the living, beating heart is that every slice must be acquired
when the heart is at the same point in its cycle. Without synchro-
nization to the motion of the heart, the individual image slices
cannot be combined together to form a consistent 3-D model of
the heart.
This gating problem has previously been addressed in optical
microscopy by using postprocessing approaches: continuous im-
ages of the beating heart in the desired imaging modality (e.g.,
confocal fluorescence imaging) are acquired at a high frame-
rate over the course of one or more heartbeats, and subsequent
postacquisition analysis identifies the frame that is closest to
the desired point in the heart’s cycle1–3 (e.g., selecting frames
corresponding to ventricular end diastole). These “best choice”
images are then used in the 3-D reconstruction. Such an ap-
proach results in considerable exposure of the sample to fluo-
rescence excitation light, at least an order of magnitude greater
than that which is strictly necessary for acquiring a single gated
fluorescence image per z slice, as well as requiring particularly
high-specification cameras to acquire reasonable quality fluo-
rescence images at high frame rates. By imaging over multiple
successive heartbeats, it is possible to increase the probability
of obtaining a frame close to the desired position in the heart’s
Address all correspondence to: Jonathan M. Taylor, Durham University, Centre for
Advanced Instrumentation, Department of Physics, South Road, Durham, DH1
3LE United Kingdom; E-mail: j.m.taylor@durham.ac.uk.
cycle, but at the cost of increased acquisition time and exposure
of the sample to laser light.
Our approach eliminates these problems by performing real-
time prospective gating to generate a trigger signal when the
heart is in a position selected by the user, causing a single flu-
orescence image to be acquired. Our algorithm analyzes frame
data streamed from a bright-field imaging camera in real time in
order to calculate when this trigger should be sent. In this way,
our synchronization system ensures that a high-quality frame
is acquired at the correct point in the heart’s cycle rather than
requiring continuous high-frame rate acquisition to make sure
that one of the frames acquired will be at approximately the
correct position in the heart’s cycle.
Such an approach also opens up the future possibility of trig-
gering localized photoactivation, transfection, or ablation within
the beating embryonic heart. These are all attractive techniques
in developmental biology,4–8 but in cardiac applications it is
necessary to trigger the laser when the heart is at a known point
in its cycle or, otherwise, the (moving) target cells will not be at
the focus of the laser beam.
Existing prospective gating techniques are not well suited
to studies involving early embryos. In humans and other large
organisms an electrocardiogram can be used, but this is not
practical here due to the small physical size of young mouse and
zebrafish embryos. In magnetic resonance imaging (MRI), the
electrocardiogram can be used,9 although it is liable to be dis-
torted by the magnetic field. Alternative approaches that do not
suffer from this issue include optical postacquisition processing
using a simple metric based on the amplitude at the k-space
center,10 and gating using a fiber-optic stethoscope.11 However,
despite the continued growth in computing power, such inter-
ventional approaches remain challenging, and high-resolution
“prospective” gating performed in real time has only recently
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been demonstrated,12, 13 with latencies that are far too great to
give the high-precision results required for optical microscopy
imaging, particularly in small animal embryos. Prospective
gating in MRI remains an open problem.14 In robotic heart
surgery, sophisticated video-based gating methods are used, but
these rely on highly complex control systems that must still
make assumptions about the regularity of the heartbeat, limit-
ing the precision with which they can track irregularities in the
heart’s periodicity and rendering them incapable of resolving
rapid, small changes in the heart’s motion.15
Despite the high image resolution required, in the optical
imaging of small animal embryos the challenges are consider-
ably reduced in many ways. In particular, a full-frame bright-
field image can be acquired at frame rates on the order of
100 Hz, there is no respiratory motion to compensate for, and
the challenges present in robotic heart surgery (such as occlu-
sions and specular reflections) are not an issue. This means that
with a well-designed and efficient implementation it is realistic
to envision a low-cost real-time synchronization system with
extremely precise gating within the heart cycle.
This real-time operation necessarily requires that our image
processing is less computationally demanding than that previ-
ously reported by other authors for postacquisition processing.1
Furthermore, our design calls for the use of trigger signals with
millisecond precision, which requires some careful technical
consideration (see Sec. 3.3). Our present system has a closed-
loop response time that can be as little as 10 ms for acquisition of
gated fluorescence images in real time (with the response time
mostly limited by the bright-field camera readout speed). This
ability to send appropriate trigger signals in real time has many
important advantages, as follows:
1. Reduced photobleaching and phototoxicity—The laser
is only turned on when the heart is at the required point
in its cycle. By only exciting fluorophores when in the
correct phase of the cardiac cycle, we can limit sample
exposure to fluorescence and reduce complications of
bleaching and photoxicity.
2. Improved temporal synchronization—There is no need
to select the “closest match” from a sequence of frames
acquired at regular intervals over several heartbeats;
3. No need to store large amounts of unnecessary image
data for post-processing—If desired, the high frame-rate
bright-field images can be discarded immediately after
processing.
4. No strong constraints on the frame-rate of the camera
used for fluorescence imaging—In existing postprocess-
ing approaches,1 the camera used to acquire fluorescence
images must operate at as high a frame rate as possible
in order to ensure that a frame is available showing the
heart very close to the desired position in its cycle.
5. Potential to perform precision targeting of experimental
interventions on the beating heart—For example, an ab-
lation or microdissection laser could be targeted to hit a
particular cluster of cells on the moving heart wall.
6. System can be used for photoactivation of labeling moi-
eties, such as caged fluoroscein or KikGr,16 in order to
track individual cells during vertebrate heart develop-
ment, and potentially transfect individual cells.
7. A secondary output from our synchronization platform
is quantitive physiological data on the changing heart
rate, with a very high temporal sampling rate of ∼100
Hz—This could potentially be used to quantitatively as-
sess heart function on very rapid time scales, investigate
cardiac arrhythmia, etc. In addition to the considerable
technical challenges inherent in ECG measurement in
early small animal embryos, our optical approach has
the advantage that instantaneous heart rate information
is available at all points in the cycle, as opposed to just
at certain points in the cycle such as the R wave.
One important feature of postprocessing techniques, which
our results as presented here do not offer, is the ability to ret-
rospectively reconstruct images of any or all positions in the
heart’s cycle. This is a significant advantage, making it pos-
sible, for example, to show an animation of the full heartbeat
cycle. One possible way of addressing this shortfall in the tech-
nique we have demonstrated here would be to develop a hybrid
approach. In postprocessing, a free-running camera acquires im-
ages continuously, whereas in our technique one frame per cycle
is triggered. There is no fundamental reason why our algorithm
cannot generate triggers at multiple different points within the
heart’s cycle. This could for example generate precisely 20 ex-
posures equally spaced in phase over one heartbeat, and in the
case of 3-D imaging these exposures would be mutually con-
sistent across z slices. This would yield data over the whole
heart cycle while still minimizing exposure to excitation light.
Outwardly, this would appear very much like the free-running
data acquisition used in postprocessing approaches, but with the
trigger signals providing slight “adjustments” to the precise ex-
posure times to ensure consistency between the single cycles of
data acquired for each z slice.
This paper first gives an overview of our real-time heart
synchronization platform (Sec. 2). We then discuss the details
of the algorithm it uses (Sec. 3) and demonstrate the use of
our system for triggered acquisition of sectioned fluorescence
images (Sec. 4).
2 A Real-Time Heart Synchronization Platform
Figure 1 shows a schematic diagram of how the technique can
be integrated into a complete imaging system. One free-running
monitoring camera acquires bright-field images at a relatively
high frame rate of 50–100 Hz, for input into the heart-gating
algorithm. This camera does not necessarily need to be a high-
cost, extremely high-performance camera; indeed, we have used
a low-cost Prosilica GS650 camera with great success. As each
frame is received from the camera by the PC, it is analyzed (see
Sec. 3) in order to quantify its phase (position in the heart’s
cycle), extrapolate forwards in time and determine when the
heart’s spatial structure will next be as required.
The second camera is triggered at this predicted time, ac-
quiring the high-quality images that are of biological interest
(which may be fluorescence images). Only when this second
camera is triggered is the fluorescence excitation laser turned
on, thus minimizing photobleaching effects.
The monitoring camera acquires bright-field images even in
experiments where gated fluorescence images are desired from
the second camera. The camera used for fluorescence imaging
does not need to operate at high frame rates. As well as having
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Fig. 1 Schematic diagram of a complete synchronized imaging system.
A free-running camera acquires bright-field images continuously, and a
second fluorescence camera is triggered to acquire gated frames only at
the appropriate calculated times. The excitation laser is also triggered,
only being turned on when the fluorescence camera is exposing a
frame.
cost implications, this advantage enables us to tailor our choice
of cameras to the two very different requirements of the imaging
problem. The gating problem requires image data at reasonably
high frame rates for motion analysis, but these frames do not
require fine structural detail or exceptional quality. On the other
hand the ultimate output from the problem, optically sectioned
fluorescence images for 3-D reconstruction, calls for maximiza-
tion of image quality. This is best provided by a high quantum
efficiency image sensor with relatively slow readout electronics.
By dividing the task between two cameras, both these aspects
of the problem can be addressed in an optimal manner.
The timing error associated with an individual trigger signal
is largely determined by two factors. The first is the accuracy
with which a phase can be assigned to each frame as it is re-
ceived from the camera (which will be discussed in Sec. 3). The
second is the accuracy with which these phases can be extrapo-
lated forward in time to determine the required trigger time. The
length of this forward extrapolation is closely tied to the latency
of the system: the minimum possible interval between the ac-
quisition of a frame by the monitoring camera and a calculated
electrical trigger signal being sent. This interval will include
the time taken to read out the frame from the CCD, the time
required to analyze the frame data, and communication delays.
Note though that with good forward prediction the trigger pre-
cision in the case of a stably beating heart (we have achieved
0.25 ms jitter relative to the hypothetical “correct” trigger time,
see Sec. 4) may be considerably smaller than the latency (10–
15 ms in our case).
As well as being used to trigger the imaging camera and a
fluorescence excitation light source, the trigger signal could for
example also be used to integrate the system seamlessly into a
commercial laser ablation workstation. The user would interact
with their existing laser control computer interface as normal,
but the gating system would intercept the trigger signals sent
to the ablation laser, delaying the signals until the appropriate
point in the heart cycle. This opens up the possibility of precision
targeting of moving cardiac cells without resorting to a “trial-
and-error” approach involving a large number of samples.
3 Algorithm
This section discusses the algorithms and control systems used to
implement the synchronization platform. The key to the synchro-
nization technique is in quantifying the relationship between the
spatial and temporal properties of the heart. The algorithm inter-
prets still images of the heart (spatial properties/shape) in order
to build up a precise model of the temporal behavior of the heart
(heart rate and instantaneous stage in the heart’s cycle). This
temporal model is then used to predict when the heart will next
be in the required position when an image should be acquired
(spatial structure again).
The gating algorithm consists of a number of building blocks,
as follows:
1. Frame comparison: a “similarity metric” used to identify
frames that look the same and therefore correspond to
the same point in the heart cycle
2. Phase recovery: use of comparisons against reference
frames to quantify the phase of the current frame
3. Frame capture gating: use of phase data to anticipate
when an imaging frame should be taken
4. Real-time triggering: a real-time control system used
to meet the precise timing requirements of the camera
trigger signal.
The first three steps are performed on a desktop computer and
the final step is performed with the help of a low-cost, custom
hardware timing controller.
3.1 Frame Comparison
The techniques described here rely on the ability to compare
two frames taken by the same camera from the same viewpoint
and to quantify their similarity. All that is required is a scalar
comparison metric ∂ fg representing the similarity between two
frames f and g. Two commonly used and closely related metrics
that perform surprisingly well given their simplicity are sum of
absolute differences (SAD) and variance (Var).17 Very similar
metrics have been used by other authors for motion detection in
brightfield heart images, see for example.18
For two frames f and g each consisting of n pixels fi and gi,
the metrics are defined as follows:
SAD : ∂fg =
n∑
i=1
| fi − gi |,
Var : ∂fg =
n∑
i=1
( fi − gi )2. (1)
In both these cases, a small value of ∂ fg indicates frames that are
very similar to each other. The simplest application of the metric
∂ fg is to determine the instantaneous period of the heartbeat. We
define the instantaneous period τ (t) as the time interval such that
the heart at time t “looks the same” as it did at the earlier time
t − τ (t). The more physiologically familiar measure, heart rate,
is 60/τ (t) bpm. If the heart follows exactly the same trajectory
for every beat, but with a speed that may vary over time, then
our definition of τ (t) is a precise one. In practice, there will be
some variation in trajectory between beats and we must select
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Fig. 2 SAD between a specific frame and the frames preceding it, for a
bright-field image sequence of a beating zebrafish heart. The crosses in-
dicate differences between frames sampled at 50 fps. For reference, the
continuous line shows the differences calculated from a 150-fps video,
as a close approximation to the “continuum” variation of the heart’s
appearance over time. A small value for the SAD indicates frames that
are similar in structure; the sharp troughs in the plot represent those
points in time when the heart is in the same position as it is in the frame
at t = 0 (i.e., the same phase in previous heartbeat cycles).
the previous point in time when the heart looks most like it does
at the present moment in time.
Figure 2 shows the SAD between a specific frame and the
frames preceding it. It can be seen that there is a strong periodic-
ity to this signal, from which the period τ (t) can be determined.
It is necessary to estimate the period in a manner that is robust
in the face of realistic SAD signals. In particular, a “double-dip”
effect is often observed (see Fig. 3), where due to the complex
motion of the heart there is a temporary small dip in the SAD
signal that does not indicate one complete period. It is preferable
that the algorithm should not require any a priori knowledge of
the heart period, and Fourier analysis is not appropriate because
we may be interested in tracking a varying heart rate and/or
have only one full heartbeat’s worth of data available. We use a
heuristic trough-finding algorithm to find the period.
δfi
δfj
δfh
j i(j) h(j) f
SA
D 
(ar
b. 
un
its
)
Δt (s)
h (maximum)
i (below lower
threshold)
j (above upper
threshold)
Fig. 3 Trough-finding heuristic with no a priori knowledge of the pe-
riod. The heuristic (defined in the main text) looks for a minimum in the
comparison metric (frame i) that lies below the lower threshold level
and is followed by a rise in the metric above the upper threshold level
(both threshold levels, defined in the main text, are marked as dotted
horizontal lines on the diagram). Because the thresholds are a function
of the frame indices h, i, and j (among others), local minima such as
that seen to the right of h in the diagram will not satisfy the criteria and
will not be erroneously identified as matching.
The double dip mentioned previously is caused by the fact
that, for example, an image of the half expanded heart looks
similar to that of the half-contracted heart. In the simplified case
of a rhythmically expanding and contracting sphere, this would
cause problems for the algorithm, because two different points in
the cycle would look entirely identical. However, in practice the
heart undergoes a more complex motion (either two chambers
or a peristaltic tube, depending on the stage of development) and
while images from some points in the cycle may be more similar
than others, this only causes a small double-dip effect rather
than more serious problems. This effect is reduced by using a
sufficiently large depth of field for the bright-field imaging that
both chambers of the heart can be seen simultaneously. We find
that the form of this curve changes little with position in the
heart cycle, other than the fact that the position of the double
dip (if any) changes.
The trough-finding heuristic is presented graphically in
Fig. 3. It identifies the period through a procedure based on
identifying frames whose comparison metrics ∂ fg lie above or
below two threshold values [defined by Eqs. (2) and (3), respec-
tively], which in turn depend on the value of frame index j (as
defined below). The design of the heuristic makes it effective
at rejecting the double-dip effects discussed earlier, which we
found to be the greatest obstacle to a robust determination of
the period with no a priori information and a potentially limited
frame history for analysis.
The heuristic is formally defined in terms of the comparison
metric between the most recent frame f and a series of earlier
frames {∂ fj ... ∂ f, f − 1}. First, the most recent frame j satisfying
the following criteria is identified:
∂ f i < ∂ f, f −1 + c1 × (∂ f h − ∂ f, f −1), (2)
∂ f j > ∂ f m + c2 × (∂ f h − ∂ f m), (3)
where
f > h > i > j,
∂ f h = max{∂ f j , . . . ∂ f, f −1},
∂ f i = min{∂ f j . . . ∂ f h},
∂ f m = min{∂ f j . . . ∂ f, f −1}.
Here, the two inequalities define the lower and upper thresholds
shown in Fig. 3. Frame h appears in the expressions for the
threshold levels and has the largest comparison metric value ∂ fh
of all frames between f and j, frame i has the lowest comparison
metric value ∂fi of all frames between h and j, while frame m is
defined slightly differently, having the lowest value of all frames
between f and i, and is used in determining the threshold levels.
All three are dependent on the value of j [i.e., h = h(j), i = i(j),
m = m(j)].
The closest matching frame is then i, and the output of
the algorithm is τ est = tf − ti. In the above criteria c1 and
c2 are constants between 0 and 1. We have found the values
c1 = 0.5 and c2 = 0.75 to work well with a wide range of
samples, viewpoints, and frame rates. It should be noted that
the above criteria cannot necessarily be satisfied for an arbitrary
data set. However we have not encountered any problems at all
when applying the heuristic as described to video of a range of
early zebrafish embryos.
Journal of Biomedical Optics November 2011  Vol. 16(11)116021-4
Downloaded from SPIE Digital Library on 11 Nov 2011 to 129.234.252.66. Terms of Use:  http://spiedl.org/terms
Taylor et al.: Real-time optical gating for three-dimensional beating heart imaging
 2000
 3000
 4000
-0.9 -0.8 -0.7
SA
D 
(ar
b. 
un
its
)
Δt (s)
Fig. 4 V fit used to estimate the subframe period of the heart. The ten
black dots show the SAD values for each frame (acquired at 50 Hz),
which sample a continuously time-varying function like the experi-
mental data shown in Fig. 3. The red solid line shows the three-point
V fit used to determine the subframe period. For reference, the dotted
(blue) line shows the SAD values for actual experimental data acquired
at 150 Hz, to serve as a close approximation to the continuum variation
of the heart’s appearance over time. Note that the form of the dotted
blue line confirms that the temporal variation of the signal is well suited
to interpolation using a V model.
This heuristic can determine the period to the nearest integer
number of frames, but a greater accuracy than this is required
for precise prospective gating. In order to achieve this, it is nec-
essary to interpolate between the available frames. For this a
three-point fit to a V function is used (see Fig. 4). The three
points are samples of the continuously time-varying function
∂cont representing the difference between the current appearance
of the heart and its appearance as depicted by our reference
frame. We make the good approximation that that underlying
function has a symmetric V profile around its minimum, and
therefore that a three-point V interpolation will provide a very
good estimate of where the current frame fits into the sequence
of reference frames (to subinteger accuracy within the reference
frame list). We have found that the profile of this underlying
function is very close to a symmetric V profile for both bright-
field and selective plane illumination microscopy (SPIM) fluo-
rescence images, which is why we have chosen this candidate
function as opposed to alternative functions such as a quadratic
function.
This three-point fit is formally defined as follows: for three
values u0, u1 and u2 at times −t , 0, and t, respectively (where
u1 has the smallest value, ∂fi), the interpolated period is
τ = τest + t2
u0 − u2
max(u0, u2) − u1 . (4)
This subframe interpolation assumes that ∂cont can indeed be lo-
cally modeled as a symmetric V function. Nonperiodic motion
in the image (such as motion of red blood cells) is liable to re-
duce the effectiveness of this model. The effect of random noise
on the input values for Eq. (4) is to bias the result away from
zero, meaning that random noise will introduce small systematic
errors to the frame comparisons. More sophisticated approaches
might prove more noise tolerant, but the current accuracy ap-
pears to be more than sufficient for practical purposes, judging
by the consistency of the results we present in Sec. 4. We em-
phasize, however, that the algorithm we have used has been
developed specifically for application to cardiac imaging of ze-
brafish embryos, and we are not suggesting that it is universally
applicable or that it could not be improved.
3.2 Phase Recovery and Frame Capture
Synchronization
In order to anticipate when the heart will be in a given position in
its cycle, we must identify the phase for each frame in the image
sequence. We do this by comparing it to a sequence of reference
frames representing one period of the heart cycle. These frames
are selected at the start of image acquisition, after identifying the
period (and, hence, the number of frames to use in the reference
list) using the technique described in Sec. 3.1.
Once the set of reference frames has been established, each
one is assigned equally spaced phases φ between 0 and 2π .
Subsequent frames are compared against this reference list, and
the reference frame with the smallest comparison metric ∂ fg
relative to the current frame is identified. Subframe interpolation
is performed using the same V interpolation model as before (see
Fig. 4). In this way, we can assign a phase to the current frame.
Now that we have the ability to assign a phase to each image
frame, we can use this to actively trigger frames corresponding
to a particular point of interest in the heart’s cycle (with phase
φ0). Our algorithm anticipates the time at which the phase will
be equal to φ0. It does this by performing a linear fit to the
{time stamp, phase} pair assigned to recently received frames
and extrapolating this forward to identify the time (test), where
this best fit line has phase φ0. There is a trade-off to be made
between fitting a greater number of recent data points (more
tolerant of noise) and fitting only very recent data points (more
able to track genuine changes in heart rate). We chose to per-
form the linear fit on the frames most recently received over a
time interval equal to the time difference between the expected
trigger time and the current time. The estimated time is being
continually refined as that time approaches and more up-to-date
data are available. As we get closer to this time, we can request
a trigger signal to be sent at that time test.
3.3 Real-Time Triggering
Until now we have assumed that we can schedule an electrical
trigger signal to be sent at a precisely specified time. However,
this is not an easy thing to do on a desktop computer because
a consumer operating system is not structured to guarantee that
operations will take place at a precise moment in time. In order
to address this problem, we implemented a custom hardware
solution [using the Xilinx Spartan-3 Field-Programmable Gate
Array (FPGA) chip19] to fulfill the real-time requirements of
the imaging system. Our custom computer software (written in
Objective C++) receives and analyzes time-stamped images
from the camera and anticipates the time at which the camera
should be triggered. It notifies the FPGA timing controller (via
an RS-232 data link) that a trigger should be sent at a time of
precisely test. The timing controller will then send an electrical
trigger pulse when that time is reached. In this way, all the image-
processing requirements of the system can be implemented on
a standard desktop computer while still meeting strict real-time
timing constraints (see Fig. 5).
The software must commit to choosing a trigger time test
sufficiently far in advance that enough time remains to com-
municate that request to the timing controller. The trigger will
then be sent at the precise moment calculated to match the heart
position selected in advance by the user, and the only effect of
communication/computational latencies within the system is a
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Fig. 5 Schematic timeline showing how the timing controller enables
trigger signals to be scheduled at precise times despite the image pro-
cessing being hosted on a (non–real-time) consumer desktop computer.
As long as the commands are received in time, there are no strict timing
requirements on the desktop computer.
potential reduction in the quality with which that estimated time
is determined (because in the presence of longer communica-
tion latencies it will be necessary to extrapolate further into the
future to make the estimate, which may mean that that estimate
is likely to be somewhat less reliable).
The analysis software must be configured to expect a latency
that is sufficiently large that the communication will almost
never take longer than the configured value. Occasionally, this
expectation may be violated but this situation can be identified
when it occurs and is reported by the timing controller as an error,
with no trigger being sent. Such a protocol ensures that either a
fluorescence image will be acquired (or laser trigger signal sent,
etc.) at precisely the desired trigger time, or (occasionally) the
trigger will not be sent for this particular heartbeat.
4 Results Showing Real-Time Gated
Heart Imaging
Here we present and analyze results obtained on a SPIM system.
The design of the microscope we have constructed is based on
that described in Ref. 20 and a schematic diagram of our system
is shown in Fig. 6. SPIM enables high speed sectioned fluores-
cence image acquisition with high depth penetration, while min-
imizing the exposure of the sample to the excitation laser light.21
We demonstrate the use of images streamed from a bright-field
camera to trigger a fluorescence excitation laser and cause a sec-
ond fluorescence imaging camera to acquire a frame. The laser
is only turned on and the sample exposed to the laser light when
the fluorescence imaging camera is acquiring a frame. This is
a proof of concept of our system, demonstrating a considerable
reduction in laser exposure of the sample compared to that re-
quired for approaches involving postacquisition selection. We
also show initial results for gated 3-D acquisition in the beating
zebrafish heart.
All the images shown here are of transgenic four-day-old ze-
brafish embryos expressing green fluorescent protein within its
cardiomyocytes tg(myl7:gfp).22 The embryos were immobilized
with ethyl 3-aminobenzoate methanesulfonic acid (Tricaine R©)
to reduce movement and contained within an index-matched
tube of FEP polymer.23 Although our intention is not to pro-
vide comprehensive biological analysis of the results here,
CCD 2
CCD 1
Laser, 488nm
Imaging system
(light path marked in red)
SPIM illumination
(light path marked in blue)
Brightfield
illumination Obj1
Obj2
Sample
Filters
Fig. 6 Schematic diagram of our SPIM system. The illumination light
sheet originates from a Point Source IFLEX 488-nm laser and is shaped
and steered using a sequence of lenses (see Ref. 20) before being
launched into the sample through a Nikon CFI Plan Fluor 10xW 0.3NA
water-dipping objective (Obj1). The fluorescence light is imaged using
a Nikon CFI75 LWD 16xW 0.8NA water-dipping objective (Obj2) and
a tube lens system (of effective focal length 425 mm) onto a QImaging
QICam 12-bit digital camera (CCD1). Transmitted bright-field light is
imaged onto a Prosilica GS650 digital camera (CCD2), using the same
objective and a separate tube lens of focal length 100 mm. These bright-
field images are processed by our gating algorithm in order to generate
trigger signals for the QImaging camera. The laser and fluorescence
camera are triggered using the timing controller described in Sec. 3.
we note that we have obtained good synchronization perfor-
mance from a range of zebrafish samples in the range of
2–5 dpf in both sagittal and coronal orientations, in both com-
mercial microscopes and our own SPIM system.
Figure 7 and Video 1 show simultaneous acquisition of bright
field and fluorescence images. The low-resolution bright-field
images of the beating heart are streamed continuously from the
bright-field camera. They are analyzed by our synchronization
Fig. 7 Still frame from video showing simultaneous acquisition of
bright-field and (gated) fluorescence images. The bright-field images,
acquired continuously at 100 fps, are shown on the left. These are
processed by the gating algorithm in order to calculate when fluo-
rescence image acquisition should be triggered to coincide with ven-
tricular enddiastole. The triggered fluorescence images (one per heart-
beat) are shown on the right of the image. The scale bars represent
25 μm. It can be seen from the video that there is no discernible
variation in the heart’s position from one acquired image to the next.
For comparison, the video also shows frames identified by postac-
quisition selection of the best frame from each heartbeat for fluores-
cence images acquired at 36 fps. (Video 1, QuickTime, 5.3 MB) [URL:
http://dx.doi.org/10.1117/1.3652892.1]
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(a)
(b)
(c)
(d)
Fig. 8 Kymographs showing effectiveness of gated fluorescence image acquisition. (a) Still fluorescence image of the heart. The vertical white bar
indicates the profile used in the kymographs, and the horizontal scale bar represents 20 μm. (b) Kymograph of images acquired continuously at
36 fps over a period of approximately 10 heartbeats, showing amplitude of motion over the full heart cycle. (c) Kymograph of images selected
by postprocessing from images acquired continuously at 36 fps (closest frame from each of 150 successive heartbeats is selected and shown in
the kymograph). This shows the inevitable variation due to the free-running camera not acquiring a frame at quite the right point in the heartbeat,
represented by a zigzag form of the kymograph. (d) Kymograph of images triggered on 150 successive heartbeats using our real-time optical gating
system. The kymograph takes the form of an unchanging horizontal line, indicating that there is no discernible variation in the heart’s position from
one acquired image to the next.
system, which generates trigger signals to turn on the excitation
laser and cause the fluorescence camera to acquire an image at
the appropriate point in the heart’s cycle.
This also illustrates the alternative technique of postacquisi-
tion processing, in which a single camera acquires continuous
fluorescence images at a rate limited by the capabilities of the
camera. These images are then analyzed, and the closest frame
to the desired point in the heart’s cycle is automatically selected
for each complete heartbeat. As expected, there is inevitable
variation between these frames (as noted earlier, it would be
possible to increase acquisition time—and sample exposure—
to span multiple heartbeats in order to improve accuracy). For
this demonstration, a relatively low frame rate of 36 fps has been
used to emphasize the contrast between the techniques. A prac-
tical application of the postprocessing approach would probably
use a higher frame rate, but note that even at 36 fps the cumu-
lative laser exposure is over ten times that of our prospectively
gated approach.
Figure 8 shows kymographs illustrating the effectiveness of
our gated fluorescence image acquisition. They show the vari-
ation in the heart’s position in the “best” frames identified by
postprocessing of a continuous stream of fluorescence images,
and show that this variation is eliminated when frames are in-
stead triggered by our gating algorithm.
Figure 9 shows a histogram representing the variation in
calculated phase for the frames that were returned by postpro-
cessing and real-time gating algorithms during successive heart
imaging sessions. As expected, the frames identified through
postprocessing show considerable variation because the closest
available frame to the user-selected position will vary between
half a frame early and half a frame late relative to that desired
point in the heart’s cycle. In contrast, the histogram for our real-
time triggered approach shows an extremely small spread in
calculated phase for the frames obtained. The width of this his-
togram represents a “jitter” of ∼0.25 ms in our trigger signals
relative to the requested position of the heart (with the trig-
ger signals generated through analysis of 100 fps bright-field
images). In order to perform this analysis, we required an ap-
propriate set of reference fluorescence images covering one full
heartbeat, against which we could compare the triggered frames.
Because the camera is only triggered once per heartbeat such
frames are not directly available, and for this analysis we used
the reference frames that were automatically extracted from the
sequence used for the postprocessing experiment.
Finally, Figure 10 shows initial results for gated 3-D imaging
of the beating heart. This work is still ongoing, but these results
serve to demonstrate that it is possible to use our technique
for gated acquisition of a consistent 3-D image stack of the
living, beating heart. The plane of the fluorescence image slices
is scanned through the sample by moving the sample holder. At
the same time, the tube lens for the bright-field imaging camera
is automatically moved to maintain focus of the bright-field
images at a constant z depth so that the synchronization analysis
can continue unaffected by the sample motion. The slight change
in magnification that this causes is corrected in software prior
to the bright-field image analysis.
-15 -10 -5  0  5  10  15
Fr
eq
ue
nc
y 
de
ns
ity
 (a
rb.
 un
its
)
Jitter (ms)
Postprocessing
Realtime gating
Fig. 9 Histograms showing variation within the heart’s cycle for a se-
quence of frames at ventricular end systole returned for 180 successive
heartbeats, as obtained using postprocessing and real-time gating al-
gorithms. The frames obtained by postprocessing were extracted, one
per heartbeat, from a video sequence of fluorescence images acquired
at 36 fps. The fluorescence images obtained using our real-time gating
system were triggered as a result of real-time analysis of bright-field
images acquired at 100 fps. In each case, the jitter was analyzed by
using our comparison algorithm to assign a phase in the heart’s cycle
to each frame. Given the extreme contrast between the very low jit-
ter on the triggered images as compared to the postprocessed frames,
different vertical scales have been used for each histogram in order to
show them both clearly on the same graph.
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Fig. 10 Still frame from video showing 3-D reconstruction of the beat-
ing zebrafish heart at ventricular end systole. 120 separate z slices were
acquired, with each exposure gated to the motion of the heart to ensure
that a consistent 3-D stack was obtained. One image was acquired per
heartbeat, meaning that the total dataset took 50 s to acquire. (Video 2,
QuickTime, 0.5 MB) [URL: http://dx.doi.org/10.1117/1.3652892.2]
5 Conclusions
We have demonstrated the use of a real-time optical cardiac
gating system for fluorescence imaging of live samples such as
early zebrafish embryos. It is capable of exceptionally precise
gating (we have demonstrated jitter as low as 0.25 ms). We have
described, in detail, the heuristic algorithms we have used for
image analysis and prospective gating. We have shown them to
be extremely effective for synchronization based on bright-field
images of the beating heart in early zebrafish embryos. The exact
heuristics we used were specifically developed to perform well
on images of this type, and while they might perform well with
other modalities we have not yet investigated this.
We have presented initial results showing the application of
this technique for prospectively gated 3-D fluorescence tomog-
raphy of a living, beating zebrafish heart. The technique reduces
the exposure of the sample to fluorescence excitation light by
at least an order of magnitude compared to postprocessing ap-
proaches. Furthermore, the system has the potential to be used
to trigger external equipment, such as laser ablation systems for
targeting moving heart tissue, something that is only possible
with such a real-time system.
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